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WB -TN series

Operating Manual
Tank Weighing  Scale 



SETTING & CALIBRATION PROCEDURE:

Key to Press    : Display

<MODE> and Switch ON the scale : dpset  ( DECIMALPOINT)

<ENT>      : 0

<ENT>      : Ld Set ( LEAST COUNT SET)

<ENT>      : 0

<ENT>      : CAPcT   ( CAPACITY OF FULL SCALE)

<ENT>      : 060000
<ENT>      : CAL ? 
<ENT>      : LOAD

NOW PUT KNOWN STD WEIGHT  VALUE (1000 kg) AND ENTRY VALUE by press 
PCS key for increment and by arrow key shift the digit
 
<ENT>      : 1000
<ENT>      : UnLd ( now remove std weight) 

<ENT>      : 000
Now scale is Calibrated and scale is ready to use.

To make tank weight zero:
Press MODE key for 5- 10 seconds, it will make Tank weight zero in system.

Output 0 to 10 Vdc

Display shows  0 kg =  0 volt
Display show full load 60000 kg = 10 volt

Above setting is automatic stores in system , once full load capacity is entered while 
calibration procedure.
It his only one time setting.
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